Sealed Tender affixing a Court Fee Stamp of Rs. 300/- (Rupees Three Hundred) only are invited for supply of machineries and equipments for Veterinary Hospital, Shillong from Manufacturing Registered/Authorised Supplier as per Schedule/List in Annexure – 1 below, which can be obtained from the office of the undersigned on any working day during office hours. The last date for receiving the Tenders is on 10th August 2009 upto 2:00 p.m and will be opened on the same day at 2:30 p.m in the office chamber of the Director of A. H & Veterinary Department. Tenderers or their authorized representatives if desired may be present at the time of opening of the Tenders.

1. All Tenders must be addressed to the Director of A. H & Veterinary, Lumdiengjiri, Meghalaya, Shillong – 793002 and superscribed as “Tender for machineries & equipments for Veterinary Hospital, Shillong”. Full name and address of the Tenders should be mentioned clearly on the cover.

2. The Tender should be submitted in the scheduled form which will be made available from the office of the undersigned on payment of Rs. 100/- (Rupees One Hundred) only. In no case, manuscript form will be accepted.

3. Tenders submitted by authorized dealers for a particular company should furnish necessary documents as proof of being authorized dealer(s) against their Principals/Companies alongwith Companies price list, otherwise their Tenders will not be entertained.

4. All Tenders should be accompanied with Earnest Money at the rate of 1% and 2% for Tribal & Non-Tribal respectively of their quoted rates of the respective items in the shape of Call Deposit duly pledged in favour of the Director of A. H & Veterinary, Lumdiengjiri, Meghalaya, Shillong without which no Tender will be entertained. In no circumstances cash, cheques or any other mode of payment will be accepted as Earnest Money. The Earnest Money will be released to the unsuccessful Tenderers after finalization of Tenders. The Earnest Money of successful Tenderers will however be released only when the Security Deposit vide para below is furnished and deed of contract duly executed and supply made. The Earnest Money will be forfeited if the firm fails to execute the Agreement.

5. All Tenders must be accompanied with the latest VAT/Income Tax/Professional Tax/PAN/Clearance Certificates/ST Trading License from the District concerned for Non-Tribal Tenderers should be furnished without which the Tender will not be considered.

6. The rates should be quoted in terms if Indian Rupee F.O.R destination. Taxes to be charged if any, should be quoted clearly against each of the taxable items. The rate should be quoted both in figures and in words.
7. Rate for installation/commissioning for the item if any should be quoted clearly against each.

8. Trade mark/make/brand etc should be quoted against the item supported with catalogue/literature/price list etc. Availability of after sale service facilities/spare parts should be clearly indicated in the tender.

9. Excise duty/CST/Sales Tax to be paid to Government of India should be at the cost of the Tenderers.

10. Successful Tenderers will be officially informed. They shall be required to furnish a security money at the rate to be determined after finalization of Tender in the shape of Call Deposit duly pledged in favour of the Director of A. H & Veterinary, Lumdiengiri, Meghalaya, Shillong and will have to signed a deed of contract within 15 (fifteen) days of final acceptance of the Tender. No supply order shall be affected unless the deed of contract is executed and the security money is deposited. If the security money is not deposited within the time fixed for the purpose the amount deposited as Earnest Money shall be forfeited and credited to the Government. The firms who fails to execute the Agreement after the rate have been approved shall have to make good the loss caused to Govt. through their inability, default or delay caused to comply with terms and conditions of the Tender Notice and in the first instance their Earnest Money shall remain forfeited to the Government.

11. The Undersigned reserve the right to accept or reject any tender or any item without assigning any reason thereof and is not bound himself to accept the lowest or any rate or any tender.

Director of A.H. & Veterinary,  
Meghalaya, Shillong.

Memo.No.MVD/Acctt/G-28/2009-10/4-A  
Dtd. Shillong, the 24th July’ 2009

Copy forwarded to :-

1. The Principal Secretary to the Govt. of Meghalaya, A.H. & Veterinary, Department Shillong for favour of information.
2. Director of Information & Public Relation, Meghalaya, Shillong, the extract copy of the Tender Notice is enclosed herewith with a request to give wide publicity in one issue of the leading English/Khasi and Garo Newspaper.
3. Department Website.
4-5. District A.H. & Veterinary Officer, Shillong/ Disease Investigation Officer, Shillong for information and wide publicity.
6. Directorate Notice Board.

Director of A.H. & Veterinary,  
Meghalaya, Shillong.
<table>
<thead>
<tr>
<th>Sl. No.</th>
<th>Name of Items</th>
<th>Specification</th>
</tr>
</thead>
</table>
| 1      | Ultra Sound Scanner for Veterinary Uses (Multi Frequency Electronic – Fully Digital) 14” high resolution non interlace monochrome monitor. | • Scanning method = Linear/Covex/Micro Covex  
• Display mode = B,B/B,B/M,M  
• Image display = Multiple  
• Image Processing = Dynamic Range  
• Multiple Transducer Port.  
• Tissue Harmonic Imaging  
• Large Size Memory  
• 3 Probe connectivity  
• Thermal Printer  
• Printer Control Port  
• Integrated Hard Disc & CD-R  
• Multi Frequency Probe for abdominal application  
• 2 KVA on line UPS  
• Video Output  
• Measurement and calculation of soft-ware package for veterinary. To mention the manufacturing company and maker. To mention the safety standard and standard accessories. |
| 2      | Mobile X-Ray Machine                                                          | • 30 mA at 40-100 KV  
• ISO marking  
To mention the manufacturing company & maker and must have ISO certification. To mention the safety standard and standard accessories. |
| 3      | Hydraulic Operating Table                                                     | • S.S. Top with mattress  
• Central drainage with V-cut  
• Lateral tilt (left & right) and upward-downward movement  
• Locable with single action brake.  
To mention the manufacturing company & maker and must have ISO certification. Table Top Size to be mentioned. |
| 4      | Anesthesia Machine (Boyles Apparatus) with Hyponia Guard and Circle absorber.  | • Accessories should include Oxygen Cylinder, Nitrogen Oxide Cylinder, Carbon Dioxide Halothane Vaporizer (Capacity of each to be mentioned.)  
To mention the manufacturing company and maker having ISO certification. |
| 5      | Patient Monitoring Set for veterinary uses (Large & Small animals)            | • Monitor = 26 (10.4”) cm color  
• Multi Measurement Server compatible  
• Battery Operation-Optimal (upto 5 hours)  
• Wave form =3/4  
To mention the manufacturing company & maker and must have ISO certification. |
| 6      | Blood Analyzer                                                                | • Whole Blood, Serum, Plasma  
• Profile available should include  
− Diagnostics Profile  
− Liver Profile  
− Prep Profile  
− Etc etc (to mention)  
To mention the manufacturing company and maker and must have ISO certification. |
7. Portable Shadowless Lamp
- Dome Diameter = 20”
- Main light source = 24V/75 WX 4 halogen bulbs.
- Intensity = 45,000 WX
- White pearl over baked finish
- Sterilizable handle
- Auto Transformer = 13.0 amps
To mention the manufacturing company & maker and must have ISO certification.

8. E.C.G machine including complete accessories like cables, electrodes, recording paper.
- Auto power off
- Built-in rechargeable battery for mains independent operations.
- Protected against high defibrillation voltage
- Thermal Printer
To mention BPL cardiac (Model to be mentioned). To mention the manufacturing company & maker.

9. Inverter including battery (trolley type)
- 1.4 KV cap
To mention the manufacturing company & maker.

10. Ultra violet lamp
- Lamp should be a complete chamber containing UV Tubes inside
- No. of tubes and their wattage to be mentioned
- Size of the UV Lamp/Chamber to be mentioned
- External cord length to be mentioned
To mention the manufacturing company & maker having ISO certification.

Director,
A.H & Veterinary Department,
Meghalaya, Shillong.